
SwabArt® Disinfecting Cap User’s Guide

SwabArt® Disinfecting Cap

Product Video

Please see the Instructions for Use/Operator’s
Manual for a complete listing of the indications, 
contraindications, warnings and precautions

ASSET and SwabArt are trademarks of ASSET
Copyright © 2022 All rights reserved.
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The SwabArt® Disinfectant Cap is used to prevent 
the risk of infectious disease by providing 
continuous disinfection of the needle-free
valve surface  
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Ikitelli OSB Mahallesi, 17. Cadde, No:17
Basaksehir/ ISTANBUL TURKEY

info@assetmedikal.com

www.assetmedikal.com

The cap may remain on the valve for
seven (7) days if not removed

Do not use the cap if the seal/foil
is damaged or detached

SwabArt® Disinfecting Cap is
a single-use product
do not re-use or re-sterilise

To be used only
on needle-free valves


